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Test Report

Receipt number: TAK-018089
Representative: Seo Soon Gi
Company name: D&D ELECTRONICS CO., LTD

Address: 202 Dongil Techno Town, 823, Gwanyang 2-dong, Dongan-gu, Anyang-si, Gyeonggi-do, Korea

Receipt date: Aug. 13, 2001
Sample name: NaOClean - Sanitizer generator

Date of completion of the test: Sept. 5, 2001

Test Result
Test Item Measure sample division |Result Testing Method
Bactericidal test | E. coli | Initial CFU/me 49x10° the client provides
Bactericidal test | E. coli | After 20 sec CFU/m@ Not detected(100%) the client provides
Bactericidal test | E. coli | After 40 sec CFU/me Not detected(100%) the client provides
Bactericidal test | E. coli 0157 | Initial CFU/m@ 41x10° the client provides
Bactericidal | E. coli 0158 | After 20
acteneidat test col er CFU/me Not detected(100%) the client provides
sec
Bactericidal test | E. coli 0159 | After 40
ACICHAEICEE 65 . . CFU/m@ Not detected(100%) the client provides
sec
Bactericidal test | S. aureus | Initial CFU/m¢ 36 x 10° the client provides
Bactericidal test | S. aureus | After 20 sec CFU/me Not detected(100%) the client provides
Bactericidal test | S. aureus | After 40 sec CFU/me Not detected(100%) the client provides
Bactericidal test | V. h Iyti . .
actericiaal tes | InFi)tai];T aemolyticus CFU/m@ 28 x10° the client provides
Bactericidal test | V. parahaemolyticus CFU/me Not detected(100%) the client provides
| After 20
er 20 sec
Bactericidal test | V. h Iyti .
actericidat tes | A;f)tara4gemo yticus CFU/me Not detected(100%) the client provides
er 40 sec
Bactericidal test | S. typhi | Initial CFU/me 3.7x10° the client provides
Bactericidal test | S. typhi | After 20 sec CFU/me Not detected(100%) the client provides
Bactericidal test | S. typhi | After 40 sec CFU/me Not detected(100%) the client provides
*The test conditions : 10% Nacl solution

**(Reduction rate %) ={(A-B)/A} x 100
A : Initial
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